NANO| M.ON
CERTIFIKAT FILTRACNI UCINNOSTI

Nano Medical s.r.o.
FERMATA, a.s.

Prémiova nanovlakenna
zdravotnicka maska C€

typ: NANO M.ON

vyrobce / distributor:

vyrobek:

NANOVLAKENNA MASKA NANO M.ON JE CERTIFIKOVANA
NA FILTRACNI UCINNOST VETSIi NEZ 94% DLE
PRISLUSNYCH NOREM.

Potvrzujeme, Ze je obdobnym prostfedkem ochrany dychacich cest
dle Mimoradného opatreni Vlady CR a Ministerstva zdravotnictvi.

. Sponsor:
</Nelson Labs. Warcela Murgarova
A Sotera Health company lano ro.
Praque, 14000
CZECH REPUBLIC

Latex Particle Challenge Final Report

Test Article: ~ AntiMicrobe Web R
Study Number: 1272275-501
Study Received Date: 28 Feb 2020
Testing Facility:  Nelson Laboratories, LLC
6280 S. Redwood Rd.
Salt Lake City, UT 84123 US A.
Test Procedure(s): ~ Standard Test Protocol (STP) Number: STP000S Rev 07
Deviation(s): Nor

ﬁ Jiri Fantik DiS.
Clen predstavensta FERMATA, a.s.

v Celakovicich dne 28. 2. 2021

TestSide: Either Side
Area Tested:  91.5 cm”

0.1pm
tions:  21°C, 24% relative humidity (RH) at 0854; 21°C, 23% RH at 1200
99.79%

)
Standard Deviation: ~ 0.042
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